Respiratory function monitoring using a real-time three-dimensional fiber-optic shaping sensing scheme based upon fiber Bragg gratings by Allsop, T. et al.
Respiratory function monitoring using a
real-time three-dimensional fiber-optic
shaping sensing scheme based upon fiber
Bragg gratings
Thomas Allsop
Ranjeet Bhamber
Glynn Lloyd
Martin R. Miller
Andrew Dixon
David Webb
Juan Diego Ania Castañón
Ian Bennion
Downloaded From: http://biomedicaloptics.spiedigitallibrary.org/ on 04/10/2013 Terms of Use: http://spiedl.org/terms
Respiratory function monitoring using a real-time three-
dimensional fiber-optic shaping sensing scheme based
upon fiber Bragg gratings
Thomas Allsop,a Ranjeet Bhamber,b Glynn Lloyd,c Martin R. Miller,e Andrew Dixon,d David Webb,a Juan Diego Ania
Castañón,b and Ian Benniona
aAston University, Aston Institute of Photonic Technologies, Birmingham, B4 7ET, United Kingdom
bInstituto de Óptica “Daza de Valdés” IO-CSIC (CSIC), Serrano 121, 28006, Madrid, Spain
cMoog Insensys Ltd., Ocean House, Whittle Avenue, Segensworth West, Fareham, PO15 5SX, United Kingdom
dUmeco Process Material Ltd., 500 Bradford Road, Sandbeds, Keighley, W. Yorkshire, BD20 5NG, United Kingdom
eUniversity of Birmingham, Institute of Occupational and Environmental Medicine, B15 2TT, United Kingdom
Abstract. An array of in-line curvature sensors on a garment is used to monitor the thoracic and abdominal move-
ments of a human during respiration. The results are used to obtain volumetric changes of the human torso in
agreement with a spirometer used simultaneously at the mouth. The array of 40 in-line fiber Bragg gratings is
used to produce 20 curvature sensors at different locations, each sensor consisting of two fiber Bragg gratings.
The 20 curvature sensors and adjoining fiber are encapsulated into a low-temperature-cured synthetic silicone.
The sensors are wavelength interrogated by a commercially available system from Moog Insensys, and the wave-
length changes are calibrated to recover curvature. A three-dimensional algorithm is used to generate shape
changes during respiration that allow the measurement of absolute volume changes at various sections of the
torso. It is shown that the sensing scheme yields a volumetric error of 6%. Comparing the volume data obtained
from the spirometer with the volume estimated with the synchronous data from the shape-sensing array yielded a
correlation value 0.86 with a Pearson’s correlation coefficient p < 0.01. © 2012 Society of Photo-Optical Instrumentation Engineers
(SPIE). [DOI: 10.1117/1.JBO.17.11.117001]
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1 Introduction
Shape sensing and structural health monitoring have been major
applications in the development of fiberoptic sensing systems.1–4
One motivation for this research and development is its
application in robotics for spatial awareness and control in
hazardous conditions such as subsea manipulation, industrial
inspection, and assisting medical applications, such as
minimally invasive surgery.
The majority of the systems are based upon monitoring the
strain experienced using multiplexed fiberoptic sensors. The
sensing element in these shape-sensing arrays varies. Fiber
Bragg gratings (FBGs) have been utilized along with a shape
determination algorithm that is based upon a strain-mapping
technique which uses trial functions to represent the shapes.1
The weakness of this approach is having to calibrate the system
for the specific applications and using the trial functions to inter-
polate between known shapes and to extrapolate, which can lead
to significant errors. Other sensors that are being considered
include the use of multi-core fiber to obtain a three-dimensional
orientation sensor.3 A multi-core sensor can determine its own
shape in Euclidean space, but there remain problems involved
with interrogating the individual cores. Alternative shape-
sensing systems include fiberoptic loop sensors based on
bend-induced losses, such as the commercially available system
called ShapeTape.2 While the data acquisition for this technique
is high (110 Hz), there are limitations on the curvatures that this
system can deal with. Other systems are based upon distributed
sensing, such as intrinsic Rayleigh backscattering employing an
optical frequency domain reflectometry (OFDR) interrogation
technique;5 this system yields the shape of a linear structure
but not of an object and hence cannot be used to recover volume.
Alternative approaches to shape sensing employ camera systems
using complex shape-sensing recognition algorithms.2,6 These
camera-based systems are very much laboratory-based systems
and the user needs a high level of training to operate such
system. Long period grating (LPG) fiber sensors have been
proposed for shape-sensing applications. LPGs have good
curvature sensitivity and can have geometric orientation depen-
dence.7 A major drawback of these schemes is the multiplexing
of large arrays of LPGs. Using eccentric core fibers with LPGs
also yields orientation dependence, but there are problems when
connecting these fibers to single mode fiber (SMF) fiber-based
components such as pigtailed distributed feedback (DFB) lasers.
There are several research groups investigating respiratory
function monitoring using fiber sensors.8–10 These fiber sensor
systems have some drawbacks relating to detecting changes to
the sensing array that can be correlated to respiratory motion of
the human torso.8,9 The weakness is that they cannot be
used independently and need a calibration with a spirometer
to determine the total/tidal volume and cannot be used to
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determine the regional volume changes during breathing. More
recently researchers have used a combination of sensing array
techniques10 that needs to be calibrated to an individual patient
(a strain mapping is required) and has a slow measurement
rate of 2 Hz, with corruption possible due to buckling. One spe-
cific and novel medical application is ambulatory respiratory
function monitoring and plethysmography.11,12 This technique
can help to detect respiratory disease, which is a major cause
of morbidity and death in the United Kingdom and worldwide.
A system capable of meeting this challenge offers the opportu-
nity of continuous ambulatory monitoring of asthma. This is a
condition that affects one child in seven in the United Kingdom
and 300 million individuals worldwide. Monitoring of chronic
obstructive pulmonary disease (COPD),13 the fourth most com-
mon cause of death worldwide, and cystic fibrosis, the most
common single gene disorder of childhood,14 would also
become possible.
Recently there have been attempts by our research group to
produce a mobile and cost-effective system to measure the abso-
lute volumetric changes during respiration from sections of the
human torso using various techniques.15,16 Previous researchers
have demonstrated that respiratory gas flow could be measured
at the surface of the chest and abdomen, thus negating the need
for measurement of flow at the mouth, potentially stopping mis-
diagnosis. There are obvious applications in neonatal intensive
care units for a system that accurately measures respiratory tidal
volumes. Another vest for children would need to be designed,
but the sensing scheme remains the same. A number of measure-
ment devices have been developed following the original
researchers in this field;11 paradigms include respiratory induc-
tive plethysmography (RIP),12 optical reflectance plethysmogra-
phy (ORP),17 and the use of magnetometers.18 Each of these has
certain limitations for use in mobile respiration monitoring.
These pertain to the accuracy over wide variations in tidal
volume and changes in posture after the calibration, as are
observed with RIP.19 This can be addressed by using a sensor
array13,20 working in conjunction with signal processing techni-
ques that rely heavily on assumed models of the human
anatomy. The cost and realisation of a sufficiently dense
array of magnetometers is prohibitive. While the ORP methods
lack such limitations, they rely on an off-body reference with
which to track specified anatomical locations. Present instru-
mentation is bulky and generally has to be operated while
the patient occupies a confined area. It follows that the technique
is not suitable for routine ambulatory monitoring. More recently
an LPG sensor array has been used to monitor absolute volu-
metric tidal changes.15,16 The problems with this approach
are the difficulty of multiplexing, the low sensor density, slow
time response, crude shape reconstruction, and lack of absolute
measurement. Additional problems associated with LPGs are
that their spectral features are broad (up to ∼20 nm at the 3-dB
level) and can experience large wavelength shifts—typically
from 10 to 70 nm (see Ref. 21)—further complicating their
interrogation.
The system demonstrated in this paper is based upon FBGs,
and while they do not have the intrinsic curvature sensitivity of
LPGs, they can be packaged to provide sufficient sensitivity for
this application. This scheme is based on directional bend
sensors that consist of two FBGs to both obtain the direction
of the curvature and calibrate out common mode strain and
temperature effects. The scheme works in real time and has a
data acquisition rate of 12 Hz for the entire array.
As we will show, our method offers advantages in compar-
ison to previously existing approaches, the most important of
which is real-time three-dimensional shape reconstruction
through tailor-made algorithms, yielding real-time absolute
total and regional volume changes of the human torso. This
sensing scheme has the potential to be both relatively inexpen-
sive to implement and compact in size, meaning that the entire
system could be attached to the patient being monitored. It is
important to note that the system does not require any prior
knowledge of the shape of the torso of the individual subjects,
as the curvature and enclosed volume is directly determined by
the information provided by the sensing elements. Also, the
sensing elements are calibrated once before their insertion in
the garment, and no separate calibration is needed for different
test subjects. These are particularly important points as they
make this technology highly portable and directly usable in
ambulatory applications with a range of different patient body
shapes. It is hoped that this sensing scheme has the potential to
offer additional information for diagnosis to clinicians working
in respiratory function monitoring and other medical fields.
2 Curvature Sensor and Sensing Array
There are 20 sensing locations within the sensor array, each
sensing location consisting of two FBGs spatially arranged
one above the other separated by a small distance, typically
∼0.5 mm either side of the neutral axis to ensure the sensors
respond in opposite fashions to curvature (Figs. 1 and 2). All
the FBGs are inscribed in series along a single fiber optic line
(SMFe208) separated by an optical path length of 1 m (due to
the limitations of the interrogation scheme employed). The
excess optical fiber between the FBGs is encapsulated into
the silicone rubber sensing array.
The array shape was chosen specifically for the respiratory
function monitoring of humans. There are sensors that are adja-
cent to the human spine to reflect the posture of the subject and
sensing arms that attach around the abdominal and thorax
regions of the torso of the subject. The total length of the optical
fiber is 42 m, and this is all encapsulated within a low tempera-
ture (90°C) curing silicone rubber (Schematic Fig. 1). Therefore
the optical fiber is arranged in the silicone rubber so that in a
three-dimensional space of Euclidean geometry the sensing
locations (two FBGs) are separated by a few centimeters
(from ∼10 to ∼15 cm) with the optical path difference of a
meter between each FBG in the array. The sensing length of
each rib is 69.5 cm with an additional silicone encapsulation
of fiber that gives an overall width of 104.0 cm. The sensing
length of the spine is 33 cm, again with additional silicone
encapsulation for the fiber extending this to 58.0 cm (see Fig. 1).
The silicone rubber reduces the effect of transient ambient
temperature changes on the FBGs. Each FBG is approximately
20 mm long, having a peak reflectivity of 5% along with a
spectral bandwidth full width half maximum (FWHM) of
70 pm. These FBGs are specifically designed for the interroga-
tion scheme22 employed for the sensing array based on time
division multiplexing and all have approximately the same
peak wavelength.
The interrogation unit itself is commercially available from
Moog Insensys Ltd and has the physical appearance of a black
box approximately 30 × 15 × 10 cm2 in size with a weight of
2 kg, with two ports for two sensing arrays along with a
power point and USB connection for control by a computer.
The interrogator addresses sensors at a frequency of 500 Hz;
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this sensing array consists of 42 devices and thus the complete
array is addressed 12 times per second.
A calibration of curvature at the sensing locations was first
performed. The bending of the silicone where the two FBG ele-
ments are located was achieved by using the experimental setup
shown in Fig. 2.
The FBG sensor was clamped between two towers; one of
the clamps was mounted on a translation stage, which was
moved inward to induce a bend in the optical fiber. This arrange-
ment, where the FBGs is midway between the clamps, gives the
sensor’s curvature, R, as:
R ¼ 2 · dðd2 þ L2Þ ; (1)
where L is the half distance between the edges of the two towers
and d is the bending displacement at the center of the two
FBGs.21
The interrogation scheme yielded the wavelength shift of the
individual FBGs. The sensing locations were calibrated for cur-
vature as a function of wavelength difference between the two
FBGs at the same spatial location (see Fig. 3 for a typical exam-
ple). Inspecting Fig. 3, it can be seen that the response of the
sensor location is not the same for concave to convex bending;
this may be due to the inaccuracies in the laying-up of the
optical fiber into the uncured silicone. The sensing locations
yielded an average spectral sensitivity to curvature of Δλ∕ΔR
¼ 0.80 0.12 nm m with a curvature resolution of
0.125 m−1. The variation of the spectral sensitivities between
sensors arises from the variabilities in the encapsulation process.
The curvature resolution stems from the 5-pm resolution of the
interrogator.
3 Reconstruction of the Shape
The generation of the shape from the sensing array formed from
the curvature sensors was achieved by using the algorithm
described below. The interrogator is controlled by Labview
software and the algorithm is written in Matlab, which can be
embedded into Labview. The wavelengths are converted to cur-
vatures. The distances between adjacent sensing locations are
known within the encapsulated silicone, along with the total
lengths of fiber between gratings in the sensing array; thus
the arc lengths for each sensing location are known. Consider
a single Rib (one horizontal arm, which consists of four sensors
each composed of two FBGs; see Figs. 1 and 4). The total
length, L, is divided into four sections (Ln, where n ¼ 1, 2,
3, 4), with each containing a single sensor located in the centre.
Each section is composed of 20 segments approximating an arc,
the last segment being used to calculate the angle to the spine of
the array to ensure a continuous curve (which prevents any
abrupt change in gradient) between adjacent sensing sections
(see Fig. 4).
By combining all of the curvature values, coupled with
the known spatial dimensions, we were able to generate the
corresponding x, y, and z coordinates of the sensor array and
Sensing locations
Fibre Bragg gratings
ExtensionConvex curvature
Compression
Extension
Concave curvature
Spine
Ribs
Spectral response as a 
function curvature
69.5 cm
104.0 cm
33.0 cm 58.0 cm
Fig. 1 Schematic of the curvature-sensing array.
Fig. 2 Schematic of bending apparatus.
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Fig. 3 The wavelength difference of the two fiber Bragg gratings as a
function of the curvature experienced at that sensing location.
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reconstruct the entire sensing array in real time in three-
dimensional space with a positional accuracy determined in
the curvature calibration process and translated into Euclidean
space. With the sensing array reconstructed in three dimensions
(Figs. 5–8) we were able to calculate the volume of the various
sections of the system. The procedure consists of first generating
a two-dimensional (2-D) mesh across the surface of the ribs,
dynamically, by interpolating the points in between the sensing
arms, both vertically and horizontally (see inset in Fig. 8). Using
these data we were able to then select a region of interest and
perform a 2-D surface integration over the section of the mesh,
thus obtaining a temporally dependent volume for any given
region of the array.
The system can be broken into three parts: 1. the sensing
array that detects shape changes, 2. the interrogator that
monitors the changes of the individual sensing locations, and 3.
the control and manipulation of the data (by modeling and con-
trol software) to generate the required information. An overview
of the sensing scheme and the flow of information can be seen
in Fig. 5.
The system was evaluated by using known shapes and
volumes and determining the error in the estimated volume
of the shape. The shapes were chosen to evaluate the system
with increasing dimensional difficulty. The first shape was a
simple curvilinear surface (set to various constant curvatures),
which presents a single dimensional degree of freedom. Sec-
ondly, elliptical cylinders were used, where the major and
minor axes were varied, this being a second degree of freedom:
two dimensions. The elliptical cylinder parameters a and b (see
Fig. 6) both ranged from 29 to 35.4 cm. Third, we used varying
diameters of known spheres, again increasing to three degrees of
freedom (Fig. 6).
The algorithm appeared to yield the correct shape of the
object in contact with the shape-sensing array. The volume
error for the algorithm was calculated for the known static
shapes. The shape-sensing system yielded total errors ranging
from 1% to 9% depending on the shapes being used (see
Fig. 8). Note that the experimental error bars in Fig. 8 include
both the statistical standard deviation from multiple trials (in the
region of 100) for each object and static experimental and tem-
porally dependent errors. The sources of errors include construc-
tion artifact in terms of FBGs not being perfectly aligned.
Another error that is inherent in the design of the array is due
to the fact that each sensor location contains two FBGs (which
offer information on the curvature in a 2-D plane). Hence, any
information regarding twisting is lost; this becomes more appar-
ent when the spine is deformed, as we assumed the arms remain
perpendicular to the spine of the array and assumptions were
made in the reconstruction algorithm that all wavelength shifts
are due to pure bending. Time-dependent fluctuation in the volu-
metric estimations was due to the cross-talk from wavelength
shifts from adjacent FBG sensors. This cross-talk in wave-
lengths resulted in a small jitter in the curvature value at
each sensing location.
The shape-sensing scheme was analyzed to obtain a “figure
of merit” based on quantitative analysis using two procedures,
details of which have been provided elsewhere.23 The first
approach made use of normalized cross-correlation functions
for each dimension (x, y, z) that represent the object. This
approach of using cross-correlation yielded an average over
0.95 for each dimension needed to describe the object. The sec-
ond approach was based on a normalized vector dot-product.
Calculating the product for each sensing point on the surface
of the reconstructed shape and the known idealized shape
yielded an average dot product of 97%. Furthermore, an
in-depth analysis of the average deviation of the retrieved cur-
vature radius from that of the known idealized shape showed
that the overall shape determination is excellent. This can be
seen from the measured average radius that ranged from 86%
of the true value for the worst cases tested to 92% for the best.
Fig. 4 How an individual rib is used in the algorithm for shape recon-
struction.
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Fig. 5 A schematic of the shape-sensing system and the flow of information.
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4 Respiratory Function Monitoring
As mentioned previously, the specific application for this shape-
sensing scheme is respiratory function monitoring and indeed
plethysmography in general.11,12 The human torso is a good
test for the system due to the fact that it is a varied and complex
shape that changes as a function of time, due to breathing and
postural variations. The sensing array was incorporated into a
specifically designed Lycra vest where there are slots into
which are inserted the sections of the silicone-encapsulated
sensing array where the FBGs are situated (see Fig. 9). The
“slot” positions are fixed on the vest, but there are two extra
sets of slots for the rib section of the array, so it can be
moved up or down 6 cm. The sensing array has been designed
to investigate breathing patterns at various postures, the postures
being monitored by the four vertical sensing locations along
the spine.
The first test of the sensing array is to observe the reprodu-
cibility of results for a given human posture and compare
these results to the data collected from a spirometer. This
was achieved by simultaneously monitoring the sensor array
during rhythmic breathing and measuring the exhaled volumes
at the mouth of the subject using an ultrasonic transduction sys-
tem (model “easy on-pc,” ndd Medical Technologies Inc.,
Zurich, Switzerland24). Initially there were 10 separate monitor-
ing runs using both the array and the spirometer. To ensure that
the human subject maintains approximately the same posture for
all initial tests the “spine” sensors were inspected and the spine
results that were significantly different (defined as being greater
than one standard deviation away from the average of the data)
were eliminated from the test sample. Adopting this procedure
resulted in eight tests being used from the initial 10.
The authors acknowledge that using a selection procedure
based upon a single standard deviation is not a commonly
used method to exclude data. The authors are not sure how
much the relative change in posture of the subject would affect
the overall ability of the sensing scheme from test to test to
detect the respiratory movement and provide the volume
estimate. Observations from some preliminary results suggest
that posture position of the human torso has a significant
influence on regional variation of the shape and movement of
the torso. The individual sensing locations (the fiber sensors)
have slightly different responses to curvature due to deficiencies
in the present fabrication procedures. This would affect the
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Fig. 6 Schematics of the shapes used to evaluate the shape-sensing scheme.
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Fig. 7 Three-dimensonal sensing array representation (units: metres) obtained from the algorithm. Panel (a) is an elliptic cylinder with radius (adjacent
to the spine) of 35.4 cm. Panel (b) is a sphere with a radius of 36 cm.
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repeatability of the results from the sensing array and the sen-
sing scheme. The variations in the spectral response of sensing
locations with respect to curvature are due to slight variations in
separation of the two FBGs and their positions within the encap-
sulating silicone. Thus only small variation is acceptable to
obtain a first estimate of the performance of the system on
human subjects. Note that the errors bars are the standard devia-
tion in the curvature measured at the sensing locations during
each trial. These small variations that are detected reflect the
variations in the posture of the human test subject.
Figure 10 shows examples of the variation of curvature at
sensor locations P1 and P3 between trial runs due to postural
differences. The circled data points in Fig. 10 show the runs
excluded from the trials.
For the selected trials, correlation values are obtained
between the spirometer volume data and the estimated volume
from the shape-sensing system. The mean Pearson correlation
coefficient was 0.86 with a standard deviation of 0.03
(p < 0.01). Figure 11 shows an example of the volumes esti-
mated from the sensing system compared to the volume mea-
sured with a spirometer at the same time.
The flat line at around 7 s is a reference point for the two sets
of data, where the subject wearing the sensing vest and using the
spirometer holds his or her breath for 3 s. In this region there is a
notable difference between the two sets of data. There are sev-
eral reasons why this difference exists. First, it may be that the
vest fabric is creeping on the subject, thus changing the volume
estimate. Second, the variation may be a reaction of the muscles
in the torso to holding one’s breath. Third, the sensing array
shows good correlation to temporal behaviour of the volumes
but the volumes are estimated by the sensing array; thus, the
Fig. 8 The estimated volumetric error for the shape-sensing scheme for known shapes and volumes (a) for elliptic cylinders, both major and minor
elliptical axis are represented as (major, minor); (b) for spheres. Inset figure shows the reconstructed shape of an elliptical cylinder (dimensions 33.6,
31.5) and corresponding mesh generated, which is used to calculate the absolute volume.
Fig. 9 The respiratory shape sensing array and the designed Lycra©
vest.
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Fig. 10 The variations in curvature due to the changing posture of the human subject from trial to trial: Panel (a) is for sensor position P1 and panel (b) is
for sensor position P3 obtained from Subject C in Table 1.
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variation shown within the 3-s window may be actually much
smaller than the volume estimation algorithm used in conjunc-
tion with the sensing array. Inspecting Fig. 11 and remembering
that the spirometer measures the inhaled and exhaled volumes of
air from the lungs while the sensing scheme measures the overall
changes in volume of the torso, there are some inconsistencies
between the two sets of results. Some of the inconsistencies
may, as mentioned above, be due to vest fabric creeping on the
subject and causing slippage of sensors in the vests. Secondly,
these experimental discrepancies between the two methods may
be real differences due to the fact that the sensing scheme mea-
sures volumetric changes in thorax and abdomen which also
includes physical muscular changes. Thirdly, the same as
above with either an over or under estimate of the volume gen-
erated by the volume estimation algorithm.
As shown in Table 1, the sensing scheme was also used with
a small group of subjects (n ¼ 5) possessing a large anatomical
variation. The sensing vest was able to work with the various
changes in shape and able to detect the respiratory movement
of the torso. These preliminary trials were conducted on volun-
teers who were all men. While we have not yet carried out trials
with women, the versatility of this approach has been shown.
The volumetric statistics for each human subject are shown
in Table 2, with maximum and minimum measured volumes
of 31.8 and 13.6 l, respectively. This sample group range in
body mass index from 17.9 to 32.7, which covers most of
the range of anthropometry data found elsewhere for North
American or Western European subjects.25 The sensing system
will probably need to be adapted to allow for differences in the
chest shape of women. Sensors above the breasts may reveal
important changes in chest movement, but sensors on the
under surface of the breast would be less likely to be helpful.
These aspects will be tested in subsequent studies. Testing was
performed on all subjects without the loss of signals from any
sensors, showing the large range of curvatures that can be
accommodated, which is an improvement upon earlier work
(see Fig. 12).16 The old LPG sensing scheme16 had individual
sensor failure rate of approximately 30% for any particular test
subject when tested on a range of sizes of human subjects. The
failure symptoms included curvatures out of the device measure-
ment range and large amounts of noise, perhaps caused by buck-
ling. In the present FBG sensing scheme none of the sensing
elements failed for all the test subjects with typical curvature
ranging from −6.0 m−1 to þ6.0 m−1, as opposed to typical
ranges of 0 to 4.0 m−1 for the LPG sensing scheme.16 Another
major advantage of the current scheme over the old LPG scheme
is that only one calibration procedure is need for the sensor
array, and then this can be applied to all subjects, whereas
the LPG scheme needed a calibration for each subject, using
a linear regression technique.
While the authors understand that this is a small test group, it
can be seen that there is a large diversity in the shape of the
subjects, making this group an appropriate sample to test the
system’s versatility. The two subjects chosen to illustrate the
large diversity have a difference of the torso volume of approxi-
mately 5.3 l (Table 2). Figure 12 shows another example of the
size range of subjects on which a single system is capable of
providing meaningful data. Figure 12(a) and 12(c) shows the
shape variation recorded with the sensing scheme, and the esti-
mated temporal volume variations for each subject is shown in
Fig. 12(b) and 12(d).
The system should be compared to other researchers’ pro-
posed and demonstrated schemes that are based upon magneto-
metry26 and inductive sensors.27 This is not an easy task due to
the fact that their systems are used in conjunction with chest
models constructed by other researchers,11,28 while in our
case no model is assumed due to the fact that our system pro-
vides direct detection of the variations in the regional shape
change of the torso during breathing. The system presented here
can also monitor various regions of the torso’s shape and abso-
lute volume change.
Consideration of the physical size and weight of our detec-
tion scheme can be separated into two parts. First, the interroga-
tion unit is a commercially available system by Moog Insensys
Fig. 11 Typical example of normal rhythmic breathing, showing the measured volume change with time from the spirometer (dashed line) and the
online real-time estimated volume from the curvature shape sensing scheme and the associated algorithms (solid line) obtained from Subject C in
Table 1.
Table 1 The variety of body types used with the shape-sensing vest.
Subject
Body
weight
(kg)
Height
(cm)
Chest
circumference
(cm)
Waist
circumference
(cm)
Age
(years)
Body mass
index
(kgm−2)
A 60 183 83.8 73.7 27 17.9
C 75 178 104.1 86.4 38 23.7
D 84 183 104.1 88.9 56 25.1
B 88 164 105.4 96.5 35 32.7
E 99 189 111.8 96.5 54 27.7
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Ltd, which is approximately 30 × 15 × 10 cm3 with a weight of
2 kg. There is now a smaller version of the interrogator with the
size reduced to approximately 15 × 4 × 10 cm3, which could be
placed on a belt around the waist with a wireless connection for
data transfer and storage; this reduction in size would not change
the performance of the interrogator or the sensors. Second, the
sensing garment is lightweight and has little bulk. The size of the
interrogation system is comparable to, if not smaller than, other
systems that have been reported.26,27 The authors acknowledge
that this prototype is too bulky to be considered suitable for an
individual to carry. The new miniature interrogator will make
the sensing scheme truly portable for the individual for everyday
activities and sports and enable unobtrusive ambulatory moni-
toring of breathing.
The sensing garment reported here has 20 sensing locations
over the thoracic and abdominal regions of the torso that directly
yield regional variation in shape change during breathing [see
Fig. 12(a) and 12(c)]. This is an advantage over the existing
magnetometry and inductive sensor systems26,27 that can only
detect motion in three locations on the torso. The sensing
Table 2 Typical estimated volumetric data from experimental data obtained from the shape-sensing vest.
Subjects
Estimated average volume
of subject’s torso during
breathing (l)
Estimation of volume per breath
using 1st standard
deviation (l)
Estimated maximum
volume of subject’s torso during
breathing (l)
Estimated minimum volume of
subject’s
torso during breathing (l)
A 20 1.7 21.3 13.6
B 28.6 3 28.5 18.5
C 23.5 2 30.1 16.3
D 23.3 3.3 30.2 15.3
E 26.8 2.8 31.8 19.8
Note that the associated experimental error for the volume measurements is 0.1 l.
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Fig. 12 Examples of the versatility of the sensing scheme to monitor shape change and provide a real-time estimate of volumetric changes of the torso
during normal rhythmic breathing for different anatomical shapes of subjects. Panels (a) and (b) show these changes for subject D, and panels (c) and
(d) show the changes for subject B.
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scheme presented here also has a greater number of sensors than
the previous LPG scheme,16 which has nine sensors over the
same region of the torso.
The sensing scheme calibration with known shapes and
volumes yielded a volumetric error of 6%. Due to the fact
that the spirometer measures the inhaled and exhaled volumes
of the lungs and the system presented here measures total volu-
metric change of the torso, it is difficult to estimate the error of
the system on human test subjects. An error can be estimated
based upon normalization of both sets of data after the reference
feature that starts at approximately 7 s and finishes at 10 s; this
yields an average volumetric error percentage of 4% with a max-
imum observed error of 15% and a correlation of 0.86. These
error numbers compare well against reported studies of other
portable systems, such as the magnetometry and inductive sen-
sor systems26,27 that yielded errors of 10% and 16%, respec-
tively. The authors realize this is not a direct comparison,
due to the fact that our data needed to be normalized, but never-
theless the results are promising.
5 Conclusion
An array of 40 FBGs has been used to generate 20 curvature
sensors on a vest to produce a real-time, three-dimensional
shape-sensing scheme that has been used to monitor the thoracic
and abdominal movements of a human during respiration. These
results have been used to obtain the absolute volumetric changes
of the human torso with an estimated 6% average volume error
with a known shape and volume. This sensing system yields an
average volumetric error percentage of 4% with a maximum
observed error of 15% and a correlation of 0.86 when directly
compared to a spirometer. This compares reasonably well with
the 5% that is the accepted volume error in medicine.29 This
estimated average volume error is very much dependent upon
the volume of the shape being measured and the shape itself23
(see Fig. 8). The major drawback of the present system is the
data acquisition and interrogation rate of the sensing array,
which at 12 Hz may not allow volumetric details of transient
breathing patterns to be completely detected. A new interrogator
is being designed to operate at 20 Hz for this size of array.
A series of trials (n ¼ 10 per session for a single human sub-
ject) with a spirometer used simultaneously to record the
inspired and expired volume at the mouth showed a direct cor-
relation between the two measurements. The mean Pearson cor-
relation coefficient was 0.86 with a standard deviation of 0.03
(p < 0.01).
The sensing vest was also used on a group of five human
males with differing body dimensions and with marked variation
in body shape (representing a significant proportion of the
anthropometry data range for North Americans or Western Eur-
opeans).25 The vest functioned well and successfully monitored
all subjects. The regional volume changes are obtained in real
time from the system presented here. Respiratory medical prac-
tice has many potential applications for a vest that can sense
thoracic and abdominal movement and from this derive an accu-
rate output of ventilation with respect to time. Spirometers
require mouthpieces for the subject to use, which can affect
the resting ventilatory state and so potentially corrupt the diag-
nostic accuracy of the technique. The sensing scheme presented
here requires no mouthpiece, thus negating this potential
problem.
Currently, inductance plethysmography has limitations either
by being unable to detect regional changes of volume in the
thorax or by not being small and portable30 and hence not
being suitable for ambulatory monitoring. Our sensing system
has the potential to be made smaller and portable, thus enabling
unobtrusive ambulatory monitoring of human breathing.
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